| calibl3.51.2017] district 01

Report Number 17-45 |
plant type PCC Batch | ate

plant owner Tidewater

7_109 by G. Thorpe

| plant controller Alkon Command Batch

i

scale acceptable t032000 useable scale capacityi_ti—(_ﬁ(_)_do o

| plant location North Bank Rd Brookmgs OR

largest noted error, for this scale 0

J

scale number applied total ,adjustment; adjusted .
| 1l step applied | build-up | applied from total| indicated | actual| errorin
— © | _number test weight! weight weig_ht last step wgght weight| error| grads | yseaABILITY |remarks
material type — = ———— always zeror————— . - - - -
aggregate | 8000 0 8000 forisisiep 8000 8000 0.0 0.0 Acceptable!
reaa DR 8000 8000 16000 016000 16000 0.0 0.0 Acceptable
graduation 3 8000 16000 24000 0 24000 24000 0.0 0.0 Acceptable
Slze’zoo 4 8000 24000 32000 0 32000 32000 0.0 0.0 Acceptable
sl by Nl ; x i

S T B

scale acceptable to 58009 5 | useable scale capacityﬁﬁd(_jﬁ__ :

largest noted error, for this scale{ Grag

scale number
Scale number total adjustment; adjusted

;. S from total indicated| actual | errorin
material type weight|{ _error | grads| yseaABILITY | remarks
~ cemenf] | 1 | 2000 forFiiaien 2000 1995 -5 -1 Acceptable
graduation g, o 04000 ,,@OQ, 0 0 Acceptable
size N < it 6000 6005 5 1 Acceptable
‘ 5§ 4 | 0 8000 8000 0 0 Acceptable’
\ | i i
scale acceptable to42(_)00 1 useable scale capacity 420Q0 2 | largest noted error, for this scale | '_ _ __ 3 S
scale number applied total | adjustment; adjusted )
3 step applied| build-up applied from total indicated| actual | errorin
" | _number testwelqht Whr Whr last ste htl__weight| _error | grads| useaBILITY | remarks
materlaltype R | T — T — always zero | ——— T — e =
watet i 41_2_@,;‘ 4120 for 1ststep _41,20 4170 50 .79936 Acceptable 500 Gal metered/ 494 Gal Delivered
_waltl | { | ’ 1
gir;aé:matlon 2 41 60‘ ' 41 60' 4160 4170_ 10; 15987 Acceptable 500 Gal metered/ 499 Gal Delivered
62.55 | - | 100GPM
scale acceptableto | useable scale capacity | largest noted error, for this scale|

scale number

| applied total | adjustment; adjusted
! step applsed build-up | applied from total | indicated
number test weight last ste weight

error in
grads

actual
error

USEABILITY | [ﬁmarks

‘material tvpe
I | . 1 always zero ¢ Y 7
. |_for 1st slep | |
graduation | i '

size

Test Notes
|Plant Certified for State Use

|0ld Spectrum System replaced with Command Batch Lic # CBH533728 Ver 2.1 Issued 12-29-2016

{Interlocks O.K.
Water Meter O.K. Dip Switch Span 139.8




